Purpose: Mucosal drying during continuous positive airway pressure (CPAP) therapy is problematic for many patients. This study assessed the influence of ambient relative humidity (rH) and air temperature (T) in winter and summer on mask humidity during CPAP, with and without mask leak, and with or without heated humidification ± heated tubing. Methods: CPAP (8 and 12 cmH 2 O) without humidification (no humidity [nH]), with heated humidification controlled by ambient temperature and humidity (heated humidity [HH]) and HH plus heated tubing climate line (CL), with and without leakage, were compared in 18 subjects with OSA during summer and winter. Results: The absolute humidity (aH) and the T inside the mask during CPAP were significantly lower in winter versus summer under all applied conditions. Overall, absolute humidity differences between summer and winter were statistically significant in both HH and CL vs. nH (p < 0.05) in the presence and absence of mouth leak. There were no significant differences in aH between HH and CL. However, in-mask temperature during CL was higher (p < 0.05) and rH lower than during HH. In winter, CPAP with CL was more likely to keep rH constant at 80% than CPAP without humidification or with standard HH. Conclusion: Clinically-relevant reductions in aH were documented during CPAP given under winter conditions. The addition of heated humidification, using a heated tube to avoid condensation is recommended to increase aH, which could be useful in CPAP users complaining of nose and throat symptoms.
Introduction
Acceptance of continuous positive airway pressure (CPAP) therapy may be compromised by side effects. Up to 70% of subjects using nasal CPAP report symptoms such as nasal congestion, dry nose and throat, sneezing, sore throat, epistaxis and discomfort associated with dry cold air. [1] [2] [3] These may reduce the acceptance of therapy and CPAP efficacy. 3, 4 It has been shown that subjects on CPAP with mouth leakage for > 70% of their total sleep time (TST) had significantly lower compliance. 5 Heated humidification (heated humidity [HH] ) prevents upper airway dryness and has been shown to significantly improve CPAP-related side effects. [6] [7] [8] A number of studies have attempted to determine the relationship between HH use and CPAP compliance. While one showed a significant increase in compliance within 35 min of the addition of HH, 9 two of three trials included in a meta-analysis found the addition of HH had no effect and the other reported a small but significant compliance Nature and Science of Sleep 2018:10 submit your manuscript | www.dovepress.com
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Nilius et al improvement in the HH group. 10 However, even with the addition of HH, a decrease in relative humidity (rH) during CPAP with mouth breathing cannot be fully prevented, and subjects may still experience nasal irritation and dryness. 11 It is difficult to achieve optimal humidification because inspired air temperatures of > 30°C are not well tolerated. However, to minimize dehydration of the mucous membranes humidification is a useful addition to CPAP therapy. Buildup of condensation in the tube and mask is another potential issue during use of CPAP with HH. If saturation in the tube exceeds the dew point (100% saturation), water vapor condenses and forms droplets, causing sleep disruption. 12 Heated tubing has been developed which increases air temperature, improves the ability of inhaled gases to transport water, and prevents condensation. However, use of heated tubing has not yet been shown to improve compliance with CPAP. 6 The ideal level of humidification during CPAP has not yet been clearly defined. Martins et al 11 found that mouth leakage under CPAP during sleep reduced the rH from 60 ± 14% to 43 ± 12%. During periods of CPAP with mouth breathing, HH was able to increase the rH by up to 60 ± 14%, but this was still 20% below rH achieved during HH without mouth leaks (81 ± 14%). rH values of > 80% during CPAP with mouth leakage can also be attained by using a face mask. 11 However, many subjects find a nasal mask more comfortable than a face mask, 13 but an rH value of ≥ 80% should be the target during CPAP using a nasal mask and with mouth leakage to ensure adequate hydration of the nasal and pharyngeal mucosa. Traditionally, CPAP HH devices had a single adjustable subject control which set the temperature of the water heater to a constant level throughout the night. This does not respond to changes in ambient temperature and humidity, potentially contributing to ineffective humidification. In contrast, new generation CPAP devices monitor set pressure, airflow, and ambient temperature and humidity, and can optimize rH.
The influence of ambient conditions on humidity delivery of new CPAP humidification systems, and the impact of mask and mouth leak on humidity reaching the upper airway are not well understood. Therefore, this study assessed the extent to which humidity in the mask is influenced by rH and ambient air temperature (T) in two different seasons (winter and summer) and by mask leaks during CPAP, with and without heated humidification and with heated humidification using a heated tube.
Methods
Patients with obstructive sleep apnea (OSA) were eligible for this open-label observational study (NCT01462409).
The study protocol was approved by the ethics committee of the University of Witten-Herdecke. All patients gave written informed consent to participate in the trial, which was conducted in accordance with Good Clinical Practice and the Declaration of Helsinki.
Study design
Investigations were performed in the morning (09:45 to 11:45 h), in awake, supine subjects. The three different CPAP conditions were applied in a random order: CPAP with no humidification (no humidity [nH]); CPAP with standard heated humidification (HH); CPAP with heated humidification using a heated tube climate line (CL).
Equipment
The same CPAP device (S9; ResMed Germany, Martinsried, Germany) was used for all experiments. This device automatically regulates the temperature and RH of inhaled air using various sensors, including a temperature sensor in the tube near the mask. For HH experiments, the humidifier was set to the recommended level of 3 out of 6, resulting in delivery of 80% rH and a temperature of 27°C. When using the heated tube, the system was set to a temperature of 27°C which provides approximately 80% relative humidity (21 mg/L ambient humidity).
The temperature and humidity sensor was the Minihumidity/-temperature-Module 0628 0008, probe tip 49 × 18 × 7 mm (Fa Testo, Lenzkirch, Germany), the sampling rate was 0.5 Hz, and aH was calculated using the following equation:
aH (mg/L) = rH × (0.0387 × T2 -0.6066 × T + 13.776). 14 
Masks
The same nasal mask with an identical leakage opening (Mirage SoftGel, Size M; ResMed Germany) was used. A port near the mask was opened to simulate mask leak. For each humidification circuit, nasal CPAP (nCPAP) was applied at pressures of 8 and 12 cmH 2 O for 5 min each, without leakage (nL) and with leakage (wL). Flow through the mask vent at 8 and 12 cmH 2 O was 28.5 and 36.5 L/min, respectively. The simulated leak increased the flow rate to 48.1 and 60.1 L/min, respectively.
Assessments rH and temperature in the nasal mask during CPAP were measured over 5-min periods under each condition (nH, HH, CL), using an integrated temperature and humidity sensor.
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Mask humidity during CPAP Periods were randomized and the patient was blinded to the applied mode. After each condition the participants estimated their subjective comfort on a 5-item scale (0-4).
Ambient room conditions
Summer and winter measurements were performed during the respective seasons (with the window open in winter). Before and after each experiment, the temperature (T, °C) and rH of room air were recorded using the same sensor as in the mask.
Statistical analysis
Results are presented as mean ± SD. The nonparametric Wilcoxon signed rank test and the Mann-Whitney U test were used to compare paired and unpaired parameters. Statistical analyses were carried out using WinSTAT ® software (Cambridge, MA, USA). A two-sided p-value of < 0.05 was considered statistically significant.
Ethical approval
All procedures performed in studies involving human participants were in accordance with the ethical standard of the institutional and/or national research committee and with the 1964 Declaration of Helsinki and its later amendments or comparable ethical standards.
Results
Participants
Eighteen patients with OSA were included. Seven patients were assessed during winter group and 11 during summer. Patient demographic and clinical data are shown in Table 1 .
Room temperature and humidity
In summer, mean ambient room temperature was 20.7 ± 0.46°C and rH 58.8 ± 5.2%; corresponding values for winter were 14.3 ± 0.84°C and rH 44.6 ± 8.8%.
CPAP without humidification (nH)
Compared with summer, aH inside the mask was significantly lower during winter. Increasing flows as a result of increasing pressure and leakage were associated with further decreases in aH in both summer and winter (Table 2) .
CPAP with controlled heated humidification (HH)
There was a significant increase in aH with HH versus nH during both summer and winter. The relative difference in aH with HH vs. nH was significantly greater in winter ( Table 2) . Based on the values obtained, the HH system appeared able to adequately compensate for additional mask leak added to the circuit, stabilizing temperature and humidity.
CPAP with controlled humidification and tube heating climate line (CL)
aH values during the use of CL were similar to those during use of HH (Table 2 ). Temperature in the mask was significantly higher (p < 0.05) and aH was significantly lower in summer vs. winter; rH was lower during winter but comparisons with summer values were not statistically significant.
Between-group differences in humidity
In summer, rH was significantly higher in both the HH and CL conditions compared with nH, and with HH vs. CL (all p < 0.05). However, during winter, rH in the CL group was < 80% and only significantly increased compared with nH at a CPAP pressure of 8 cmH 2 O (p < 0.05). In winter, only HH was associated with an rH above 80% (p < 0.05 vs. nH and CL) but values were numerically lower than those during summer. Levels of aH were similar with both HH and CL, and were both significantly increased compared with nH at both CPAP pressures (all p < 0.05). However, as for rH, values for aH were numerically lower in winter in all applied humidification groups.
Relationship between temperature and humidity
The relationship of both rH and aH to T is represented graphically in Figure 1 . In winter, rH was always above the dew point in the HH group, sometimes in the CL group and never in the nH group. Under summer conditions, rH was above the dew point more often, apart from in the nH group. Absolute humidity was almost never above the dew point in winter in any group, whereas in most patients in the HH and CL group the aH was above the dew point in winter. 
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Subjective assessment
Patients were asked about their comfort after each experimental condition using a 5-item scale (0 = uncomfortable, 4 = comfortable). Patients were blinded to the condition. The highest comfort was achieved during the CL condition in the winter assessments, regardless of pressure and leakage ( Figure 2 ).
Discussion
In this study, differences in aH between the mask and lower respiratory tract were greatest in the presence of mask leak and the absence of HH. Use of HH that can take into account ambient temperature and humidity effectively increased mask aH in both summer and winter and compensated for the leakage, but was most effective during winter. Additional heated tubing did not increase aH above the level achieved with HH, but it did significantly increase temperature and decrease rH, and therefore had the advantage of keeping rH well below the dew point, preventing tube condensation. Our results showed marked variation in the performance of CPAP under summer and winter conditions. The seasonal variations might reflect what happens in different regions around the world. They could also provide one explanation for discrepancies between the results of previous studies looking at the role of humidification during CPAP.
It is our clinical experience that patients report more undesirable side effects from CPAP therapy during winter. The results of the current study do suggest that ambient temperature and humidity are important factors influencing mask humidity. It would appear that leakage and lower ambient aH during the colder months can dehydrate the nasal mucosa. Heating and humidification conditions the inspired gases to body temperature and pressure saturated (BTPS) of 37°C and 100% rH, corresponding to an aH of 44.3 mg/L. This is thermodynamically neutral, 15 minimizes water loss and preserves the integrity of mucosal membrane function. 16 A low ambient aH and T over a longer time can contribute to nasal dehydration and discomfort. We implemented a visual scale to display the patient's subjective comfort during the various conditions, certainly limited by the short period each condition was applied.
During CPAP at both pressure levels used in this study, CL significantly improved aH in the mask compared with no humidification, but not compared with HH. However, temperature in the mask was augmented by 2-3°C and rH decreased by > 10% when a heated tube was added compared with HH. Using an unheated tube during CPAP treatment at an ambient temperature of 15°C produced a temperature difference of about 4°C between the tube at the outlet of the humidifier and patient. 17 This represents a 10-15% increase in rH as the air stream cools down by > 4°C. Under these conditions, the dew point can be exceeded and condensation could form in the tube and mask. To avoid condensation in unheated tubes, the rH of gases at the humidifier should not exceed 80-85%. However, tube heating means that such Table 2 Relative humidity (rH), temperature (T) and absolute humidity (aH) during continuous positive airway pressure (CPAP) therapy under different humidification conditions, with and without additional mask leakage, at two pressure levels (8 and 
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Mask humidity during CPAP restrictions are not necessary and water condensation can be avoided. In about one-fifth of OSA syndrome patients, the soft palate seal to separate the oral cavity from the pharynx is not complete and mouth flow can occur for several minutes. 18 During CPAP at 12 cmH 2 O, with and without leakage, rH in our study fell from 88.6 ± 5.7% to 85.8 ± 6.0%. In a study which simulated mouth leak, a decrease in rH from 82 ± 12% to 63 ± 9% was reported. 10 We assume that the experimental leakage flow in our study was below the order of magnitude that can occur with mouth breathing. The additional artificial leak in the nasal mask could almost be compensated for by HH and aH was not reduced to any relevant extent compared with mask breathing without leakage.
Data from a previous study showed that during CPAP at 8 cmH 2 O without humidification, aH in the anterior turbinate region was at 15.3 ± 2.2 mg/L. When a nasal mask leak was added, the aH decreased by 1.5 mg/L. 19 In the current study, under the same CPAP conditions but a smaller nasal mask leak, aH in the mask was higher (18.4 mg/L) and the decrease associated with mask leak smaller (0.4 mg/L).
In intensive care medicine, aH values of > 23 mg/L are regarded as necessary to prevent drying of lower airways in intubated patients. 20, 21 It is expected that lower humidity values would be tolerated during nasal CPAP therapy because the humidification capacity of the nasal mucosa is maintained. 22 Richards et al found that maximum improvement of nasal resistance occurred at an aH of 21 mg/L. 23 In this study, mean aH during CPAP at 8 cmH 2 O without HH during winter was 13.2 mg/L, markedly below the 80% rH threshold. HH significantly increased mean aH to 19.2 mg/L during winter and to 23.7 mg/L during summer conditions.
A study found that although HH significantly improved nasopharyngeal symptoms, it did not influence a subject's willingness to continue CPAP, leading researchers to conclude that HH was not required at the initiation of CPAP therapy. 24 However, significant improvements in compliance have been documented with the use of HH. 10 In addition, there is a consistent relationship between humidification and improvement of nasal symptoms. 7, 9, 24 The lack of a clear relationship between humidification and CPAP compliance is most likely because compliance is a multi-factorial issue, and a patient's requirement for humidification is also influenced by multiple factors including mask and mouth leak, ambient conditions, and CPAP pressures. 25 It is also important to consider that previous studies used older models of humidifiers. Newer humidifier models with heated tubing have the ability to measure and adapt to ambient conditions and better optimize humidity delivery without causing condensation.
Our results show that the most effective humidification is achieved in summer conditions, with HH added to the circuit, no mask leak, and a heated tube. If patients do experience mask or mouth leak, or nasal symptoms, humidification should be offered. Subject age and the presence of chronic disease of the nasal mucosa should be taken into account as factors of the need for a heated humidifier. 4, 26 If tube condensation is an issue during standard heated humidification then use of a heated tube is recommended.
Limitations
One limitation of this study was the gap between study conditions due to experiments being conducted seasonally. Therefore, conditions may not have been identical for all subjects due to uncontrolled atmospheric conditions, and there may have been time biases. Creation of artificial 
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Mask humidity during CPAP "winter" and "summer" conditions would have allowed the study to be conducted over a shorter timeframe. However, measurements during actual summer and winter should be more representative of reality in clinical practice.
Conclusion
Winter conditions are associated with a clinically relevant reduction in aH in the mask during CPAP therapy, especially at higher pressures and in the presence of mask leak. The addition of heated humidification significantly increases aH inside the mask in both winter and summer (with and without leak). HH with heated tube raises temperature and decreases rH in the mask, and can be used to avoid condensation in the tube. The importance of seasonal conditions for CPAP delivery and use of HH need to be studied further and considered in future clinical trials.
